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Cancer
addressAbstract—An experimental arrangement that allows in vitro exposure of cells to focused ultrasound-mediated
hyperthermia (43˚C55˚C) in a tissue-mimicking phantom with biological, acoustic and thermal properties compa-
rable to those of human soft tissue is described. Cells were embedded in a compressed collagen gel, which was sand-
wiched between 6-mm-thick slices of biocompatible, acoustically absorbing and thermally tissue mimicking poly
(vinyl alcohol) cryo-gel. To illustrate the system’s potential, cells were exposed using a 1.66-MHz focused ultra-
sound beam (spatial-peak temporal-average intensities (ISPTA) = 9001400 W/cm2) that traced out a circular
trajectory (58 mm in diameter). Real-time temperature monitoring allowed cells to be exposed reproducibly to a
pre-determined thermal dose. An experimental planning tool that estimates the thermal dose distribution through-
out the sample and allows spatial correlation with cell position has been developed. Treatment response was
evaluated qualitatively using microscopy and cell viability testing. This experimental arrangement has
significant potential for future, biologically relevant, in vitro focused ultrasound-mediated hyperthermia studies.
(E-mail addresses: sarah.brueningk@icr.ac.uk gail.terHaar@icr.ac.uk) © 2019 The Author(s). Published by
Elsevier Inc. on behalf of World Federation for Ultrasound in Medicine & Biology. This is an open access article
under the CC BY-NC-ND license. (http://creativecommons.org/licenses/by-nc-nd/4.0/).
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High-intensity focused ultrasound (FUS), operating at
»0.55 MHz, and spatial peak temporal average inten-
sities (ISPTA) 500 W/cm2 (ter Haar and Coussios 2007)
hold great potential for cancer therapy, either as a stand-
alone ablative treatment (heating to >55˚C for seconds)
or as a method of inducing hyperthermia (41˚C45˚C
for 1 h, with non-ablative intent) for use in combina-
tion with radiation (or chemotherapy) (Wust et al. 2002;
Rao et al. 2010; Mallory et al. 2016). Recent in vivo
studies (Martinho Costa 2017) proposed ablation of hyp-
oxic tumour subvolumes in combination with radiother-
apy, where radiosensitization caused by heat diffusion
from the ablated lesions resulted in high-temperature
hyperthermia (45˚C50˚C for minutes) in non-ablated
tumour. To exploit such promising aspects of FUS,ddress correspondence to: Sarah Bru¨ningk, The Institute of
Research, 15 Cotswold Road, SM25 NG, Sutton, UK.E-mail
es: sarah.brueningk@icr.ac.uk gail.terHaar@icr.ac.uk
3290understanding and quantifying its biological effects are
essential.
Although cellular response to hyperthermia deliv-
ered by external heat sources has been studied exten-
sively (e.g., Sapareto et al. 1978; Horsman and
Overgaard 2007; Lauber et al. 2015), there is less
knowledge of the cellular effects of FUS exposures,
and few publications address in vitro cell survival or
cell death mechanisms. During FUS exposure, cells
may be subjected to heating, mechanical stress caused
by the pressure wave (alternation of compression and
rarefaction), radiation force, and acoustic cavitation
effects from nucleated microbubbles (Miller et al. 1996;
Jernberg et al. 2001). Treatments can be tuned to
enhance or suppress the relevance of each effect by
judicious choice of exposure parameters. Experiments
have previously been performed on cells in suspension
or in 2-D monolayers (Kaufman et al. 1977; Jernberg
et al. 2001; Hallow et al. 2006; Lai et al. 2006). Culture
medium is, however, (i) far less attenuating than soft
tissue (mwater  0.02 dB/cm at 1 MHz [Culjat et al.
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et al. 2010; Mast 2000]); (ii) allows acoustic streaming
to occur, which creates shear stresses (both (i) and (ii)
restrict heating); and (iii) has acoustic cavitation thresh-
olds dissimilar to those of in vivo tissues. These differen-
ces may affect cell membrane integrity, lead to cell
death or render cells more vulnerable to subsequent
water bath heating. Moreover, the inhomogeneous expo-
sure of suspended cells within fluid makes it difficult to
relate the biological response to quantitative exposure
parameters. In monolayer cultures, radiation force may
detach cells from the substrate, thus hindering spatially
resolved exposure quantification, as in suspension cul-
tures. Where cells are exposed in standard tissue culture
plastics, standing waves are likely to arise from reflec-
tion at interfaces with differing acoustic impedance (e.g.,
medium/air), inducing further uncertainty in the deliv-
ered pressure and intensity distributions. Potentially sig-
nificant heating may occur as a result of sound
absorption in the substrate.
To avoid these problems, cells need to be exposed to
FUS within materials that are tissue mimicking in terms
of biological (proliferation and adherence that is tolerant
to acoustic exposure), acoustic (attenuation, speed of
sound, cavitation) and thermal (thermal conductivity, spe-
cific heat capacity) properties. A good example of an
in vitro FUS exposure system was presented by Mylono-
poulou et al. (2013), who used cells embedded in agarose
gels supplemented with glass microbeads to provide
acoustic scattering. Although these samples were biocom-
patible and had acoustic properties (attenuation, speed of
sound) comparable to those of human soft tissue, FUS
exposures were limited to peak-to-peak pressures <5
MPa and intensities <200 W/cm2 (1.1-MHz continuous
exposures) because of the early onset of cavitation.
To the best of our knowledge, no single tissue-mim-
icking material meets both the biological and physical
requirements described above. Hydrogels prepared from
biopolymers, such as the extracellular matrix proteins
collagen, fibronectin and laminin, provide excellent bio-
logical properties, but generally cannot be produced as
dense, homogeneous bulk materials (i.e., of centimeter
dimensions) at reasonable cost (Brown et al. 2005; Abou
Neel et al. 2006; Cheema and Brown 2013). This also
hinders acoustic and thermal characterization (Irastorza
et al. 2011). Acoustically absorbing hydrogels prepared
from synthetic polymers, for example, poly(acryl amid)
and poly(vinyl alcohol) (PVA), can be produced with the
required volumes and acoustic properties (Kharine et al.
2003; Xia et al. 2011; Surry et al. 2018) but offer limited
cell adhesion and proliferation, despite being biocompat-
ible. We describe here an in vitro FUS exposure arrange-
ment which uses a thin, compressed collagen scaffold
providing the biological matrix, sandwiched betweenbulk PVA hydrogels. Acoustic and thermal properties of
the PVA gel were characterized, and a qualitative assay
of cell viability and cell distribution within the com-
pressed collagen is described. The aim was to provide a
tissue-mimicking phantom that enables the study of cel-
lular response to FUS-mediated hyperthermia (FUS-HT)
with non-ablative intent, at temperatures <55˚C, using
peak intensities 500 W/cm2.METHODS
Experimental design
Figure 1a illustrates the experimental arrangement.
Cells embedded in a compressed collagen gel were sand-
wiched between slices of 6-mm-thick PVA gel within a
well of a bespoke 3-D printed well-plate (all 3-D printing
material was FullCure 835, Vero White Plus, Laser
Lines, Oxon, UK) consisting of six 2.8-cm-diameter,
1-cm-deep wells in a 129£ 86-mm frame. Each well
was sealed top and bottom with individual screw-fixed
3-D printed 2.8-cm-diameter windows to which 19-mm-
thick polyester film (PMX980, HiFi Industrial Film Ltd.,
Stevenage, UK) was attached with silicon glue (781 Ace-
toxy Silicone, Dow Corning, MI, USA) to provide low-
absorption acoustic windows. Rubber O-rings ensured a
tight seal. The sealed plate was clamped onto a horizon-
tal holding platform within a 40-cm-deep perspex tank
filled with degassed (<2 mg/mL dissolved oxygen)
water at room temperature (22˚C). Gels were exposed to
FUS from below using a spherically focused single-
element transducer (1.66 MHz, 64-mm focal length,
19.5-mm inner diameter, 63-mm outer diameter; H148-
MR, Sonic Concepts, Bothell, WA, USA) mounted on a
movable gantry. Water heating was prevented using a
chiller (HC-100 A, Hailea, Guangdong, China). Continu-
ous degassing was achieved using a purpose-built system
based on a Liquicel (3M, Sanford, NC, USA). To mimic
FUS-HT treatments, continuous wave exposures were
calibrated as described previously (Civale et al. 2018)
(free-field ISPTA = 2001400 W/cm2 with 10% calibra-
tion uncertainty, beam dimensions of the pRMS:
FWHMtransverse = 1.3 § 0.1 mm, FWHMaxial = 12 § 1
mm) and were delivered by continuously moving the
transducer along a 5- to 8-mm-diameter circular trajec-
tory (positional uncertainty of §0.05 mm). The focal
plane coincided with the collagen layer and contours
were traced out for 100300 s with a rotational speed of
1 rotation/s. These conditions represent one example of
possible exposures.
As small differences in timetemperature distribu-
tions delivered correspond to large uncertainties in ther-
mal dose (Sapareto and Dewey 1984), real-time
temperature, and hence thermal dose, was monitored. A
sterilized fine wire (0.1-mm diameter, 0.01-s sampling
Fig. 1. (a) Schematic (not drawn to scale) of the experimental arrangement designed to enable in vitro FUS exposure of
cells embedded in a collagen scaffold (red) in a tissue-mimicking environment provided by a sandwich of PVA gels
(grey, 2.1 and 2.6 cm in diameter) submerged in degassed culture medium (pink, McCoy’s 5A, Gibco, Paisley, UK). The
collagen scaffold was held in place over the 2.1-cm-diameter PVA gel by a 3-D printed holding ring (green, 2.2-cm
diameter). The gel sandwich was positioned within a well of a 3-D printed six-well plate (blue) that was sealed on both
sides with 19-mm polyester film windows (purple) and submerged in a degassed water tank (light blue background).
Cells were exposed to a circular FUS trajectory (see top view inset). The temperature in the collagen at the centre of the
circle, was measured using a TC (orange). (b) Timetemperature profiles recorded for FUS treatments using different
intensity levels (free field ISPTA from 4001100 W/cm2, 10% calibration uncertainty) for 6-mm-diameter circular trajec-
tories (top) and for varying diameter trajectories (bottom) at a free field ISPTA of 1100 § 110 W/cm2. FUS exposures all
started at time 0 and lasted 300 s.
3292 Ultrasound in Medicine & Biology Volume 45, Number 12, 2019rate) k-type thermocouple (TC) (5 SRTC-TT-KI-40-1 M,
Omega, Manchester, UK) was inserted vertically through
the top window of the sample holder and upper PVA gel,
into the collagen layer. The FUS focus was localized on
the TC tip using a grid of 1-s, low-acoustic-power/inten-
sity (1.1 § 0.1 W, 92 § 9 W/cm2) exposures to identify
the peak temperature rise with 0.05-mm spatial precision.
The circular contour exposures were then delivered with
the TC at their rotational centre or at a known offset per-
pendicular to the beam direction. This avoided direct
exposure of the TC and, thus, viscous heating artifacts.
Samples could be exposed until a desired thermal dose at
the centre (TDcentre) had been accumulated, with the FUS
intensity and contour diameter determining required expo-
sure duration (see Fig. 1b). Background noise in the tem-
perature reading during exposure was »0.2˚C. Thermal
dose was calculated based on a moving window average
over 100 temperature points with upper and lower temper-
ature envelopes used to calculate uncertainty, as previ-
ously described (Sapareto et al. 1978). It is reported in
units of CEM43, referring to the equivalent heating time
in minutes at 43˚C.PVA gel preparation and characterization
PVA cryogels were prepared by dissolving PVA
crystals (MW 85,000124,000 g/mol, Sigma Aldrich,
Dorset, UK) at a concentration of 10% (w/w) in sterile,
de-ionized, degassed water heated to 95˚C and already
supplemented with 5% (w/w) cellulose (Sigma Cell,
Sigma Aldrich, Dorset, UK). The liquid gel was cooled
for 15 min at room temperature, stirred, cast into a rectan-
gular perspex mould (0.6£ 30£ 21 cm) and subjected to
three cycles of freezing (20˚C, 5 h) and thawing (19 h)
inside a timer-controlled freezer. After the last cycle, the
6-mm-thick cryogel sheet was cut into 2.1- and 2.6-cm
(used for cell exposures) and 5.6-cm-diameter discs (for
thermal and acoustic characterization) using custom-
made cylindrical stainless steel cutters. PVA disks were
sterilized by soaking for 2 h in 70% ethanol, followed by
three washes in sterile phosphate-buffered saline (PBS).
Gels were stored in sterile PBS for 18 h before use to
allow them to equilibrate their water content.
Thermal conductivity and specific heat capacity
were measured using a HotDisk TPS analyser (HotDisk,
Gothenburg, Sweden), according to the manufacturer’s
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(5.6-cm diameter). The acoustic attenuation coefficient
and speed of sound were measured using the finite-
amplitude-insertion-substitution method in a previously
described, purpose-built experimental setup (Retat 2011)
at room temperature, or 35˚C, respectively.
3-D collagen cell scaffold production
All liquid reagents were degassed in a vacuum desic-
cator and chilled on ice. HCT116 cells (human colorectal
carcinoma, obtained from the American Type Culture
Collection) were grown to 80% confluence as monolayers
in culture medium (McCoy’s 5A, Gibco, Paisley, UK)
supplemented with 10% fetal bovine serum (PAN Bio-
tech, Dorset, UK) in a standard tissue culture incubator.
Cells were gently detached using Accutase (Gibco, Pais-
ley, UK) and concentrated to a suspension of 2.5£ 106
cells/mL in degassed complete growth medium. For prep-
aration of a 4-mL collagen gel (Cheema and Brown
2013), 3.2 mL of rat tail collagen type I solution
(2.05 mg/mL in 2% acetic acid, First Link, Birmingham,
UK) was gently mixed with 0.4 mL of 10£modified
Eagle’s medium (First Link) containing phenol red. The
gel solution was neutralized by titration with 5 M and
then 1 M sodium hydroxide; 0.4 mL of cell suspension
(4˚C) was immediately added and the solution was cast
into one well of a standard six-well tissue culture plate
(Cellstar, Greiner Bio-One International, Kremsmnster,
Austria). Care was taken to prevent, or remove, visible air
bubbles before polymerization for 30 min at room temper-
ature. The polymerized gel was subjected to a confined
compression under gravity in a 2.6-cm-diameter cylinder
(load: 600 g, duration: 5 s), followed by unconfined com-
pression on top of a disc of PVA gel (diameter: 2.1 cm,
load: 600 g, duration: 5 s), resulting in a <1-mm-thick
collagen layer. This was held in position on the PVA cry-
ogel using a 3-D printed ring (2.2-cm diameter, 3-mm
height, containing 1-mm-diameter holes to allow excess
fluid to escape), and this arrangement was placed in a
well of the 3-D printed six-well plate (see Fig. 1a) that
was submerged in degassed culture medium (McCoy’s
5A). A second PVA cryogel disc (2.6-cm diameter) was
placed on the collagen scaffold. The larger diameter of
this gel (2.6 cm) ensured that the collagen scaffold was
completely covered by the top gel, and a small gap (1-mm
radial direction) to the well walls allowed space for air
bubbles and excess fluid to escape during sandwich
assembly and well sealing. Collagen scaffolds were also
prepared using cell suspensions which had been heated in
a thermal cycler, as previously described (Bru¨ningk et al.
2017), to thermal doses of 0, 25, 100 and 200 CEM43. To
minimize the cells’ time in the well plate, only two wells
(i.e., two samples) were prepared and subsequently
exposed at a time.Treatment evaluation
After FUS exposure, collagen scaffolds were asepti-
cally removed from the sample holder and incubated in
six-well plates (Cellstar, Greiner Bio-One International)
in complete growth medium supplemented with a 1%
mixture of penicillin/streptomycin solution (P4333,
Sigma Aldrich) and 23 mg/mL amphotericin B (A2942,
Sigma Aldrich).
Three days after treatment, cell viability was
assessed using MTT reagent (3-(4,5-dimethylthiazol-2-
yl)-2,5-diphenyltetrazolium bromide). The samples were
placed in 2 mL of fresh complete growth medium to
which 0.4 mL of MTT solution (5 mg/mL MTT in sterile
PBS, Sigma Aldrich) was added. Samples were incu-
bated for 4 h and then washed three times in PBS before
being fixed in 10% neutral buffered formalin solution
(Sigma Aldrich) for 10 min.
As the absence of MTT staining may be due to
either a lack of metabolic cell activity or the absence of
cells, fluorescence staining of cell nuclei with DAPI was
used to evaluate cell distributions. Formalin-fixed
(optionally MTT-stained) samples were washed three
times in PBS before staining with DAPI (dilution 1:1000
in PBS, Sigma Aldrich) for 10 min. Staining was fol-
lowed by washing in PBS; then samples were cut into
1£ 1-cm squares and mounted on glass microscope
slides in anti-fade mounting medium (H-1000, Vector
Labs, Peterborough, UK). Composite images were
acquired at 40£magnification using a motorized scan-
ning stage (Prior Scientific Instruments, Cambridge,
UK) attached to a BX51 microscope (Olympus Optical,
London, UK) with a CC-12 camera (Soft Imaging Sys-
tems, Muenster, Germany), driven by cellSens software
(Olympus Optical). Fluorescence images were acquired
using an excitation/emission wavelength of 360370/
420460 nm filtered from a mercury burner (U-RFL-T,
Olympus Optical).
Experimental planning tool
A linear acoustic model was used for FUS simulation
employing the methods described in Clarke (1995) and
Civale et al. (2006). The intensity distribution obtained
was used to calculate dynamic temperature distributions in
the gel ensemble by iteratively solving Penne’s bioheat
diffusion equation in its avascular form. Transducer move-
ment was accounted for by stepping the intensity distribu-
tion along circular contours. Because not all the thermal
and acoustic properties of the gel sandwich were known
as the collagen layer was too thin to measure accurately,
these values were adapted to match the experimentally
measured timetemperature profile at the centre of the
exposed ring (i.e., simulation calibration). Timetempera-
ture profiles were also recorded at 0.5-, 1.5-, 2.5- and
3.5-mm radial distance from the centre and compared
Table 1. Acoustic and thermal properties of PVA cryogel (measured) and selected human soft tissue (literature). PVA results are
given as mean values +/- standard deviations calcualted over seven samples, except speed of sound, which was an average over three
samples. Soft tissue data is given with uncertainties where available and was obtained from Culjat et al. (2010), Duck (1990), Mast
(2000), Giering et al. (1995), Hamilton (1998) and Balasubramaniam and Bowman (1977).
Material L
(W m/K)
Cp,sp
(MJ/m3/K)
m
(dB/cm at 1 MHz)
c (37˚C)
(m/s)
Liver 0.564 3.62 § 0.08 0.5 1595
Brain 0.55 § 0.01 3.630 § 0.001 0.6 1560
Spleen 0.543 3.592 0.4 1567
PVA gel 0.61 § 0.05 3.0 § 0.6 0.25 § 0.02 1560 § 14 (at 35˚C)
PVA = poly(vinyl alcohol); L = thermal conductivity; Cp,sp = specific heat capacity under constant pressure; c = speed of sound; m = acoustic attenu-
ation coefficient.
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simulation validation).RESULTS
The PVA gel had a speed of sound and thermal
properties similar to those of human soft tissues (see
Table 1), although the attenuation coefficient was »50%
lower than the average for brain, liver and spleen.
In Figure 1b are representative timetemperature
profiles as a function of FUS free field ISPTA or of circular
exposed diameter, thus demonstrating two examples of
the system’s flexible controllability. Both display a steep
initial temperature increase that eventually plateaued
before the exposure ended and cooling started. No cavita-
tion bubble-induced mechanical damage was observed in
the samples, as assessed by visual examination after expo-
sure (visual inspection of PVA gels by eye, microscopicFig. 2. (a) Comparison of simulated (lines) and measured (poin
for 300-s exposure, free field ISPTA = 1100 § 110 W/cm2, 6-mm
text) to match the temperature at the centre. Measurements at
Measurement uncertainty (variability) increased significantly a
mum temperature variation within the exposed ring never exc
up to 120 CEM43. (b) Simulated temperature distributions thro
gel sandwich) at time points during and directly after the FUS
trajectorianalysis of collagen scaffolds). However, for central tem-
peratures>50˚C, structural changes in the PVA and colla-
gen gels were palpable (softening) and visible (more
transparent gel) within the exposed ring.
Figure 2a compares simulated and experimentally
measured maximum temperature and total accumulated
thermal dose as a function of position after simulation cal-
ibration to the central timetemperature profile. In this
example, the maximum temperature variation across the
heated circle was 2˚C, which translated to a thermal dose
difference 120 CEM43. Modelling based on a single cali-
bration measurement allowed prediction of the dynamic
temperature distribution throughout the collagen layer (see
Fig. 2b), which can be used as an experimental planning
tool for future exposures to quantify temperature and ther-
mal dose heterogeneity across the sample.
Figure 3a and b illustrate a comparison of DAPI
(blue) and MTT (gray) co-stained microscopy images ofts) maximum temperature (black) and thermal dose (red)
trajectory diameter. The simulation was calibrated (see
other distances from the centre represent validation data.
s the the FUS beam approached the TC. Although maxi-
eeded 2˚C, this translates into thermal dose variations of
ugh the collagen layer (within the PVAcollagenPVA
exposure shown in (a). Dashed lines indicate transducer
es.
Fig. 3. (a) Microscopy images. MTT-stained brightfield images (left) and DAPI-stained fluorescence images (right) of
cells heated in a thermal cycler to different thermal doses (0200 CEM43), before embedding in collagen scaffolds. (b)
MTT (left)- and DAPI (right)-stained cells embedded in collagen scaffolds exposed to FUS (6 mm diameter trajectory,
1400 § 140 W/cm2) for two centrally measured (minimum) thermal doses of 94(84,105) CEM43 (top) and 29(26,33)
CEM43 (bottom). Exposure was stopped once the desired thermal dose level was reached. All samples were stained 72 h
post-exposure. Exposed trajectories are indicated by dashed contours; the beam full width half maximum is highlighted.
A tear in the collagen gel induced by the TC and following processing was seen in the 29 CEM43 sample (black arrow).
(c) Timetemperature profiles recorded by the TC for the two samples shown in (b), indicating the difference in expo-
sure duration and similar initial temperature increase.
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mal cycler or (b) by FUS-HT (29(26,33) CEM43 vs. 94
(84,105) CEM43 TDcentre). The central timetempera-
ture profiles recorded for the FUS-exposed samples are
provided in Figure 3c. Both evaluation assays indicated
thermal dose-dependent differences while describing dif-
ferent aspects: MTT staining intensity, indicating cell
viability, revealed agreement between the thermal
cycler- and FUS-heated samples for the same thermal
doses. DAPI staining (distribution of live and dead cells)
revealed homogeneous distribution of cells in the
TDcentre = 29(26,33) CEM43 sample and, thus, that cells
were not dislocated in the scaffold by radiation force.
Fewer cells were stained in the centre of the samples
receiving TDcentre = 94(84,105) CEM43, because of a
lack of proliferation of heated cells relative to that of the
untreated cells outside the exposed ring. The TC could
cause breaks in the collagen gel that could grow because
of sample handling after exposure, resulting in cell death
in their direct proximity (extending several millimeters
as shown in Fig. 3b, bottom row); these regions of dead
cells and broken scaffold were easily identified and cov-
ered a small spatial extent in the millimeter range.
A control sham FUS-exposed sample revealed that
localization of the focus on the TC tip at low intensity
(free field ISPTA = 92 § 9 W/cm2) did not cause gelbreakage or reduced cell viability (not shown). Compari-
son of samples treated with the same TDcentre, using dif-
ferent timetemperature distributions, indicated that
TDcentre was a good indicator of treatment efficacy and
produced reproducible cell viability distributions (not
shown).DISCUSSION
A novel, flexible experimental arrangement for
delivering non-ablative FUS-HT in vitro enabling the
use of ISPTA levels >500 W/cm
2 has been presented.
Since there is no fundamental lower FUS intensity limit,
applications for FUS-mediated drug delivery or general
low-intensity ultrasound studies would also be possible.
This setup offers advantages over previous ones (ter
Haar et al. 1988; Mylonopoulou et al. 2013); in particu-
lar, embedding cells in a biological matrix within a bulk
tissue-mimicking phantom better reproduces in vivo
exposure conditions. Here, cells embedded within a col-
lagen scaffold received the biological cues necessary for
cell adhesion and proliferation in a 3-D culture environ-
ment that stimulates cellcell communication and pro-
vides a tissue-mimicking cellular microenvironment
(Dubessy et al. 2000; Engelhardt et al. 2010; Hu et al.
2010; Riedl et al. 2017). Although ideally FUS-HT
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tion to all cells, this can rarely be realized, making it
beneficial to spatially correlate cellular response with
delivered thermal dose and pressure distributions. This
was achieved here by robust cell embedding that pre-
vented relocation by ultrasound radiation force while
subjecting cells to simultaneous mechanical stress and
heating. The use of combined MTT/DAPI staining pro-
vides a spatially resolved indication of cell viability,
albeit currently in a qualitative way. However, optimiza-
tion of the embedded cell concentration, time between
exposure and evaluation (here fixed at 3 d), assay incuba-
tion time and evaluation of cell colony counts, rather
than averaged intensities, have the potential to make the
proposed assay combination quantitative.
The use of PVA cryogel discs provides FUS-HT
comparable to that within human soft tissue. Although
mimicking tissue with higher attenuation coefficients
would be desirable, we considered the material provided
a good compromise of thermal and acoustic properties,
while being biologically compatible. Softening of PVA
gels during heating to central temperatures >50˚C could
be due to a loss of cross-linking of the hydrogel in a tem-
perature-dependent manner and thereby limit the range
of usable temperatures. Future research could investigate
the optimization of the PVA gel formulation to improve
acoustic attenuation or the use of a different, biologically
compatible bulk material.
The amount of and mechanisms for cell death after
FUS-HT or water bath (or thermal cycler) heating may
result from the mode of heat delivery and the additional
mechanical stress induced by FUS-HT. This warrants
further investigation. Using PVA gels of different for-
mulations or different exposure parameters (trajectories,
power levels and pulse rates) could allow evaluation of
the relative contributions to the biological effects
observed from thermal and mechanical effects. The use
of gels with low acoustic attenuation coefficients could
enhance mechanical effects relative to thermal ones.
Using a circular exposure trajectory, most cells are indi-
rectly heated by thermal conduction rather than direct
FUS exposure. This provides an opportunity to compare
heat alone with FUS-induced heating. By choosing dif-
ferent exposure patterns, such as spirals or rasterscans,
the proportion of directly exposed cells could be altered.
The proposed experimental planning tool could assist in
the experimental design process to reduce the number
of experiments needed. The planning tool allowed eval-
uation of the thermal dose distribution throughout the
collagen layer. This is essential for meaningful biologi-
cal response evaluation. Despite using a simple, linear
propagation model, once calibrated, this was able to
reproduce timetemperature profiles measured at vari-
ous locations.Use of a TC in direct contact with the cell layer
posed a risk of contamination, but none was observed
during this study by visual inspection. The tight, but
elastic, structure of the PVA cryogel sealed the insertion
channel and prevented any water ingress or leakage of
medium from the well. The use of antibiotics after treat-
ment avoided the spread of any low-level contamination.
Despite considerable advantages, the limitations of
this novel arrangement include the need for real-time
thermal dose monitoring with a TC and a current lack of
quantitative sample analysis as discussed above. As
illustrated in Figure 3b, the TC may tear the collagen
layer, and these tears may be enlarged significantly upon
sample handling after exposure. We speculate that this
may be due to increased radiation pressure during FUS
exposure, combined with heat softening of the collagen
scaffold caused by a transient depolymerization of colla-
gen fibers which renders the samples more susceptible to
TC damage. Collagen breakage may be preventable
using alternative temperature monitoring techniques.
Ideally, these would be non-invasive and provide
dynamic absolute temperature, or thermal dose, maps.
Finally, some of the experimental specifications
used here did not reproduce the in vivo cellular microen-
vironment. These include the exposure at ambient tem-
perature and the fact that cells within the scaffold were
subjected to physical compression before FUS exposure.
Cells were here exposed at room temperature rather than
at a more physiologic 37˚C. This ensured fast cooling
once the exposure ended, thus limiting further thermal
dose contributions from cooling gradients and minimiz-
ing time of cell scaffolds within the sample holder.
Moreover, transducer calibration was performed at ambi-
ent temperature. It would, however, easily be possible to
adapt the experimental arrangement to allow treatments
at physiologic temperatures by introducing a heater to
the water bath. Similarly, allowing time for cell recovery
after collagen scaffold production before FUS exposure
would exclude the possibility that cell sensitivity may be
affected by the scaffold compression procedure. We here
present only the technical feasibility of exposing cells to
FUS, rather than providing biological results for a com-
parison of FUS and thermal cycler heating which would
require more suitable biological control experiments and
reliable cavitation detection measurements.CONCLUSIONS
The experimental arrangement presented, including
sample preparation, evaluation assays and planning tool,
provides the framework for future in vitro FUS studies
of the relative importance of thermal and mechanical
stress resulting from non-ablative FUS-HT exposures.
This setup avoids cell dislocation by radiation force, cell
Focused US-mediated hyperthermia in vitro  S. C. BRU¨NINGK et al. 3297exposure in a non-absorbing medium and the formation
of standing waves. It provides a physiologically and
thermo-acoustically tissue-mimicking environment that
can be exposed to intensity levels approaching those
used for in vivo FUS treatments.
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